
CCHD 

Screening Protocol 
 

Pulse Oximetry Screening Protocol for Asymptomatic Newborns for Critical Congenital Heart Disease 

 

CHECK PULSE OXIMETRY AT 24-48
 
HOURS OF LIFE  

IF <24 HOURS OF AGE OR IN NICU, PERFORM AS CLOSE AS POSSIBLE TO DISCHARGE 

– CHECK IN ROOM AIR ONLY 
 

  

 

 

PLACE PULSE OXIMETER ON 

RIGHT HAND (RH) AND EITHER 

FOOT (F) 

90-94% in RH and F  

OR > 3% difference between RH 

& F 

90-94% in RH and F  

OR > 3% difference between RH & F 

90-94% in RH and F  

OR > 3% difference between 

RH and F 

FAILED TEST 

PASSED TEST 

DISCHARGE PCP notified – 

 

IMPLEMENT 

FOLLOW-UP 

PROTOCOL 

FAILED TEST 

< 90% in RH or F 

Repeat same procedure  

in 1 hour 

Repeat same procedure  

in 1 hour 

≥95% in RH or F and ≤ 3% 

difference between  

RH & F 


